Technique for measuring laser in situ keratomileusis flap thickness using the IntraLase laser.
Measurement of laser in situ keratomileusis flap thickness is required to estimate residual bed thickness. Historically, flap thickness has been assumed, estimated based on microkeratome head labeling, guessed based on flap handling characteristics, or calculated by subtraction pachymetry. We describe a method for measuring flap thickness before actual flap elevation using the IntraLase laser.